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E,LECTRO-R 5ADIATION 
ComMPANY 


SUCCEEDING SWETT ©& LEWIS COMPANY, 








T is with pleasure that we announce the purchase of the 
I business carried on for many years by the Swett & Lewis 
Company. The office and factory equipments of both 
companies have been merged and give us unsurpassed facilities. 
The previous high standard of our apparatus will be maintained. 
We are the sole manufacturers of the electro-therapeutic 
apparatus designed by Dr. Frederick F. Strong and by Mr. 
Thomas B. Kinraide. 
Prospective purchasers are warned against infringements. 







ELECTR@/RADIATION 
COMPANY’ tn cy, 


Office and Warerooms: 


18 BOYLSTON STREET, BOSTON, MASSACHUSETTS 


Factory: 287 ATLANTIC AVENUE 


Copyrighted, 1906, by Electro-Radiation Company 
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The Hercules 


PRICES 
THE HERCULES: COIL:<. forthe alternating current ~ oss oes $450.00 
Code word, Hermann. 


THE HERCULES COIL. For the 110-volt direct current ........... $520.00 
Code word, Hermanric, ; | 





ll 


High Frequency Coils 3 ‘ 








The Hercules Coil 


The cabinets of these machines are made of oak, panelled o 
sides, with French plate-glass doors in front. Two banks of h 
colored Geissler electrodes are placed one on each side of the ce 
glass panel, for demonstration and experimental purposes. ‘The s] 
gap occupies the central compartment behind the glass; the light 
this can be shut off by a velvet curtain if desired. The high-te1 
coil is mounted on the top of the cabinet, and is entirely enclose 
hard rubber; above this, supported by four heavy pillars, is a 
of plate-glass, which in turn supports the three massive terminals, w 
are mounted upon pedestals of. selected Mexican onyx. The 
rubber knob by which the spark-gap 1s regulated is conveniently loc 
in the centre and near the front of the cabinet. Connecting posts 
provided, by which the high-tension coil can be thrown entirely o1 
the circuit, and the machine can then be used, if desired, to operate 
make of Solenoid or Resonator. 


PRICES 


OUTFIT KO. 291. For the alternating current. 
Code word, Hermanubis. ee 
One Hercules Coil “2.3 2 Se a ee ee oe $4 
One Platinum Barium Cyanide Fluoroscope, 5.x 7.2... £10.00 ( rea 
One Tube Stand, 68) ur ae ee 10.00 | wae | 
One Type HF X-Ray Tubes fae ee ae 14.00¢ ae L 
Onesset of Vacuum Mectrodes. Fi: oo ee ee 5.00 | ee 
OnesUitra Viclet Lampe: en oct 2 Rte es ge 15.00 t only J 





$54.00 —— | 
$5 


OUTFIT NO. 202. For 110-volt direct current, : : 
Code word, Hermanar. 


name as enumerated in OuthiNo: 2014 sae Fes Soe eta amma $5! 
Rotary: Convertet ic’ seen re i a ee ee ee ee : 


For 220-volt direct current, add $20.00 to the ahove. 


OUTFIT NO. 203. For the alternating current. 
Code word, Hermanaron. 


Once rcales © Oil re ee Eee Re ay ee ee ts ase $4. 
OnE: X7hO sICate TU OTOSCOMe ahora a ee ee ep es EE | 
EW GT pe Xo Roby a UDCSe See ie OR Pei en Sales, Ee Fe ; 
OMe Ee Suara te I eR as Si a ee ee ae | 
One seta Vacuumrlblectrodés: oe ee ee ee tos nls 
Fen pounder Ray POU oer, yee BRS) Ad vs wee ce ec ae 
One Hagh Frequency. Milliampéremeteti i384 As a ee 
DCO eVisetg AEDES cna chee. Real ac otitis Mee a Sei Shas ic eee ota 
One Witra Violet Lamp oo. s ge ea ee ee ee eee 
One Causeny A tuachiment'.:3 72. es es ee ee eS ee See ee eee 
One Handle and Onares 5. er ee eos, Boe Se et aes ones 
Pact Caucery DIVES eee os diay cakes acs Nea arrdne fede nae ree 
One wpa Cautery Cords: ei. reese ae ey ee Re re as oe fa 


HERCULES-COLL. 
e word, Hermann. 


HERCULES COIL. 


e word, Hermanric, 
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The Hercules 


ts FAIS LO BS) 


For the alternating current 


ate 


{ 
i 
j 
5 
13 
| 


PEE uty ca ee hk VOMK ak Pat Bel Mee om hs Sha 


For the 170-volt direct current 37 743.70 3 se 





$450.00 


$520.00 
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The Hercules Coil 


The cabinets of these machines are made of oak, panelled on all 
sides, with French plate-glass doors in front. Two banks of highly 
colored Geissler electrodes are placed one on each side of the central 
glass panel, for demonstration and experimental purposes. The spark- 
gap occupies the central compartment behind the glass; the light from 
this can be shut off by a velvet curtain if desired. The high-tension 
coil is mounted on the top of the cabinet, and is entirely enclosed in 
hard rubber; above this, supported by four heavy pillars, is a table 
of plate-glass, which in turn supports the three massive terminals, which 
are mounted upon pedestals of selected Mexican onyx. The hard 
rubber knob by which the spark-gap is regulated is conveniently located 
in the centre and near the front of the cabinet. Connecting posts are 
provided, by which the high-tension coil can be thrown entirely out of 
the circuit, and the machine can then be used, if desired, to operate any 
make of Solenoid or Resonator. 


PRICES 


OUTFIT NO. 2391. . For the alternating current. 
Code word, Hermanubis. 


One: Hercules: Geil so es ha eS aes ae eso $450.00 
One Platinum Barium: Cyanide Mluoroscope, Ox 7.2... $10.00 ( wap] 

One Tube-Stand 28.2 ee eee eke 10.00. | fe. 

One Type H: Rex Ray fube 92 08 14.004 eet r 50.00 
Oneset OF Vacttunre eChodCs ee, eae ee 5.00 | ie 


ae! 
soot only | 


One Ultra Violet banipe 2 ee oe a ie 











pot. OO ——— 
$500.00 
OUTFIT: NO, -202; 2 For 110-volt direct: current. 
Code word, Hermanar. 
Sameas entrmerated in-Outht.No2201 238 ee Ve pene ae ence - $500.00 
Rotany Converter. tae. es oe a eR PR ee ts 70.00 
7 bo70.00 
For 220-volt direct current, add $20.00 to the above. 
OUTFIT NO. 203. For the alternating current. 
Code word, Hermanaron. 
One Hercules © Oils eee liens eit os ae ERA As rs. Say $450.00 
One Ss ea 0 ollicate FH IUOrOscOpe ae ren aor Ble ek, SS ae ee 14.00 
TWO; he Gye eNeyre MCS fo er aa he se gio foe R ies Pelee es Bs Se eee 34.00 
One A tale; CN eer a OSes aids gota Sees cagA Gh a ncn Ghee A yea By * 10.00 
One Set OF Vaeutiin MIeCLEOGES 0 Gk oe eae aes owe, edhe ae os BE Re Rakes 5.00 
Penpounds 9 hay VOW. 5. Pg. ee cla gie es Seen Go Pate A ey ee 2.50 
One Hien Prequency Milliamperemeter .\.. ci). de. oO. oe. EEE es 30.00 
‘Lwo- MineralCubes 0.02.00 08. wade. Netcast ne Pan Sanat arate wad rte a desis ees 6.00 
@inewsltra WaIOley 1oatM pease ose i ae ee Lg goo nao ye Goan fe a gg PR RA esle as 15.00 
OneCatitery Attachment ..c.0055 shes. ees BOs be Sie tate eas Ged 25.00 
One Handle and: Snare 25 28 ease, Rea RE ote a ao ate aah ge sae oe 6.00 
[Gia AAMC CT Ye IV OSes ain oss lesina ea eileen ee oye ae gw ae, os Cope ake 9 GUE a Ge 6.00 
Qhie*pait Canteny COPS fo sie Ses ce Ee. eee, apse Re NTN g aie ocean a oats, tee oe 1.50 
$605.00 
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OUTFIT NO, 204. For the 110-volt direct current. 
Code word, Hermandad. 


Gatme-as eniimenat ed src 1it fie) ete cas Sean oe Kiate. e's S04 0 eke br Oiera Bad $605.00 
ROtatys COMM CEE CU se ei ret SO case ota eas EUR AIOE aT! Gg SW An eth aden, OMS 70.00 
$675.00 


For the 220-voit direct current, add $20.00 to the above. 





The Hercules Special Coil 
3 PRICES 
THE HERCULES SPECIAL COIL... For the alternating current ...: $350.00 
Code word, Hypogyne. : 
THE HERCULES SPECIAL COIL. For the 110-volt direct current .. $420.00 
Code word, Hypogynous. 


The Hercules Special Coil 


The only difference between this machine and the ‘‘ Hercules”’ lies 
in the cabinet, which is. smaller and less elaborate. The machine has 
exactly the same parts, power and efficiency. The cabinet is finely 
finished and of quartered oak. The terminals are supported on onyx 
columns, mounted on heavily polished plate-glass. The spark-gap ‘is 
in a compartment by itself and is readily accessible. : 

PRICES 
OUTFIT. NO. 226. . For the alternating current. 
Code word, Hypohema. 


Onetlercwles special Conk tas a er se a eek RAE So A eS hee OH $350.00 
One Platinum Barium Cyanide Fluoroscope,5x 7... $10.00 When | 
One Titbe.Stand <. gees ay ra ee hes 10.00 | purchased 
One-Type Bol XeRay pe ee a 14.00 with > 50.00 
One'set of Vacuum Hlectrodés= oa er ee oo 5.00 this 
Oné-UltratVioletseamip 2 yes ees Suen soles 15.00 outfit 

$54.00 $400.00 


meters or coenneeeraeittsidtaeeeeaiacemnimeneee wenn Be 
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OUTFIT NO. 227. For the 110-volt direct current. 
Code word, Hypoiastia. 


Same as:cnumeratea in Outht. NO. 2265... ee Ee $4 
Rotary Converter 


Si ta® OA Sete OL OOF e* (On O10 5e ONO O°" Ohiet e.s1O' 166 'e ome <6" O. @ 10% O1i50- S702 Oe 0. 26! Sin. O., 6 etree 6) Ole je Ue. 


_ For the 220-volt direct current, add $20.00 to the above. 


OUTFIT NO. 228. For the alternating current. 
Code word, Hylithe. 


One Mer Cites SPeCigl ee ecer is hy Oe fin ee ae sk a i ess ak $3 
One 5 x 7 Silicate Fluoroscope 
is FOES 2S SR Byes Gs SEGRE PSG CYS) ag nc 
One Type H. F. X-Ray Tube 
Ore Mies tan i eh a ee ek ee ge RP, Ca Men 
One set of Vacuum Electrodes 
OnevGtond Violet lamip eee ec ee Ro Bb ae eae 
Digi POURES CON AVE nOl neath. ey on PP on ee eee ok 
Six No. 17 and No. 18 Electrodes, highly colored 
One High Frequency Milliamperemeter 


Oa OOF O. Om, CN OTTO: 9-807 O86 Le 6) OTe. je. © 86 L046. 0 20.8) - 0 0:0 6.58.46 6, 8: 0 0 Oe 6 


BNO SO OSes @ SON OT 9')0- =O OOF Te WL e DO Nee 6 te 1056 TOLLOr 38). <6 4:9) aw. 6 6,00 6. @ “Ota. ee 


ONCE OF Oe FO SOLE OIG = Oo Oia 19) O: OO) Oe. 6@) 108 O! OOO COL OO 67 Se. Oot. Oo 6. 8 8. eh 8! Oe 


C27AOL POs Ol 0" OO BL OL Oe. Oh SOS cern ee ey va, Oe 


OUTFIT NO. 229. For the 110-volt direct current. 
Code word, Hyllos. 
Dame dsenumeratedun Outht woe a aes ee ue eee $41 
IUOL AT We OMNCTUCT Sy tN ee, oat ce 
$< 


For the 220-volt direct current, add $20.00 to the above. 
~The Junior Coil 


In response to the many demands for a portable high freque 
outfit, Dr. Strong has designed the apparatus shown in the illustrat 
The case is of nicely finished mahogany, with a stout handle, so thz 
can be readily carried. The battery is a special storage equipn 
which will run for a large number of treatments. There is a \ 
simple stationary spark-gap included, which is easily regulated 
runs with great smoothness. The whole outfit is really one of | 
larger coils in miniature. It is specially adapted for the opera’ 
of vacuum electrodes and for giving the faradic and sinusoidal curre 
It is especially useful.in bedside cases. There is no portable apy 
atus on the market which will begin to give the volume of current , 
the great range that will this coil. Included in the price is a set 
vacuum electrodes, together with a highly colored Geissler electrd 
The storage batteries can be charged at any automobile or elec] 
power station. When discharged, a battery may be forwarded to | 
express paid, and exchanged for a new one. The exchange price ($2) 
must, in each instance, accompany the order. | 
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IT NO. 204. For the 110-volt direct current. 
e word, Hermandad. 


ae enumerated if Outht 2087 oo oe se em 3 ee eee She wee ee we AGS 4. eos OU 
gy CONMETCET ni ire 5 cakry: sotatig «> a crept mite ola varney 27S hagncets sip = 42h 284 @ 70.00 
: $675.00 


the 220-volt direct current, add $20.00 to the above. 





The,Hercules Special Coil 


PRICES 
HERCULES SPECIAL COIL. For the alternating current .... $350.00 
e word, Hypogyne. 
HERCULES SPECIA L COIL. For the 110-volt direct current .. $420.00 


e word, Hypogynous. 


The Hercules Special Coil 


The only difference between this machine and the “ Hercules ” lies 


e cabinet, which is smaller and less elaborate. The machine has » 


ly the same parts, power and efficiency. The cabinet is finely 

ed and of quartered oak. The terminals are supported on onyx 

ans, mounted on heavily polished plate-glass. The spark-gap is 

sompartment by itself and is readily accessible. : 
PRICES 


7IT NO. 226. For the alternating current. 
le word, Hypohema. : 


Jercules Special Cou)... 3... Ups Nee eon $350.00 
Yatinum Barium Cyanide Fluoroscope,5x 7... $10.00 When | 

‘ibe GANG: ceric eres ohn eee oe Se » 10.00 | purchased 
‘ype H. F. X-Ray Tube ......... Paice an 14.00 with  ¢ 50.00 
at. of Vacuum: blectrodes sees A ees 5.00 this | 

Jltva: Violet Latnp ante a et cae Met ee 15.00 outfit} 


$54.00 $400.00 
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OUTFIT NO. 227. For the 110-volt direct current. 
Code word, Hypoiastia. 


Same as -entumetated im OuthtNow226-. es. ik EE a Pg Oe hee ee ss $400.00 
Rotary © On Vereen sie ei Ne so gcse Cee a oes a aig ew oe in tee el Be gtloinas 70.00 
$470.00 


For the 220-volt direct current, add $20.00 to the above. 


OUTFIT NO. 228. For the alternating current. 
Code word, Hylithe. 


One Percules Spéecialee ee ce gio Sie ak oe yeas $350.00 
One o567 Silicate BluoroscOpen: a. a. Re he i ge wl dE es Be Sy 7.00 
One: X ty petx- Ray tule ees ae eee ea Oe ee kee, eee 17.00 
One: Ty pe-Heh ex Ray Biber wate oe eters aE ee 14.00 
One Pube Stands sare ee es re a ers Behe ire os Saha ae eh ei o> 10.00 
One set:of Vacuum Plectrodes. 2 ve os ae Nise eas eit vie aaeae Samana 5.00 
Ore Ultra Violet Vania ene eS oe hu Clonee Be sees hee eu? 15.00 
Bight pounds. X-Ray etoile gers ogy ake oe hes cee He, athe ote OO 
nix No. 17 and No. L8:Blectrodes; highly colored. 3%)... 2... en es 10.00 
One High-Frequency Milliamperemeter 2. ia et ee 30.00 

$460.00 


OUTFIT NO. 229. For the 110-volt direct current. 
Code word, Hyllos. 


Sameé-as entumerated in Out nt oes sen ee Se ies ov be ee es $460.00 
Rotar ysConvemters.. c Me ee Rs PS Ree cod oe es 70.00 
3 $530.00 


For the 220-volt direct current, add $20.00 to the above. 


od 
The Junior Coil 


In response to the many demands for a portable high frequency 
outfit, Dr. Strong has designed the apparatus shown in the illustration. 
The case is of nicely finished mahogany, with a stout handle, so that it 
can be readily carried. The battery is a special storage equipment 
which will run for a large number of treatments. There is a very 
simple stationary spark-gap included, which is easily regulated and 
runs with great smoothness. The whole outfit is really one of the 
larger coils in miniature. It is specially adapted for the operation 
of vacuum electrodes and for giving the faradic and sinusoidal currents. 
It is especially useful in bedside cases. There is no portable appar- 
atus on the market which will begin to give the volume of current and 
the great range that will this coil. Included in the price is a set of 
vacuum electrodes, together with a highly colored Geissler electrode. 
The storage batteries can be charged at any automobile or electric 
power station. When discharged, a battery may be forwarded to us, 
express paid, and exchanged for a new one. The exchange price ($2.25) 
must, in each instance, accompany the order. 


High Frequency Coils 
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The Ajax Coil 
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The Junior Portable High Frequency Coil 


The only portable Tesla apparatus ever offered to the profession which 
operates on its own battery power. 


Pid CHS 


THE AJAX COIL. For the alternating current .. 2.0.0... ee eee eee $2 
Code word, Turquinos. . | 


PRICES 
THE AJAX COIL: For the 110-volt.direct. current .:...... ee Nee 





With special set of vacuum electrodes, hand, Geissler electrode and cords, FE { 
complete wibhsbatterye. 0s uken | sie oe ee ~ $100.00 F Code word, Turquoise. 
Code word, Im pious. ; : 
Pixtra bathery iwicase cok vn Eee eke eee $20.00 ‘ 
Code word, Impiously. , : 
Rechareing-orexcharige of battery. i.e niet pes $2.25 : ; ! 
For recharging or exchange of batteries cash must accompany order. i . 
) : ae 


crag? 
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Electro-R»,adiation Company 
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: The Ajax Coil : ee 
The Junior Portable High Frequency Coil 
The only portable Tesla apparatus ever offered to the profession which 3 PRICES 
operates on its own battery power. | Ene 
i A) Axe COTE: “ror the alternating current: 5 oo eg oo ea 4200.00 
PRICES 3 _ Code word, Turquinos. we. 
special set of vacuum electrodes, hand, Geissler electrode and cords, : THRE ALAX COI... Forthe-110-volt direct current’ .3 5.06. .. $250.00 
smplete with battery <n. ee ee es ee. es 7, «242 100,00 Code word, Turquoise. 
e word, Impious 


battery in case:2 222.5 Oe a es Bees 
e word, Impiously. 

rging or exchange of battery .. 2... ee ee eee $2.25 
recharging or exchange of batteries cash must accompany order. 
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The Ajax Coil 


- This coil is designed primarily for the high-frequency work where — 


the vacuum electrodes, spark and faradic effects are desired. It runs 
perfectly and is a very satisfactory coil. The cabinet work is of quar- 
tered oak, as in all the other coils of our manufacture. The high-poten- 
tial coil is mounted inside of the cabinet instead of on the top, as in 
the case of the ‘‘ Hercules.’”’ The terminals are brought up through 
three onyx pillars. The regulation is easily accomplished. The coils 
run very smoothly and give a splendid discharge. For treatment this 
coil is unexcelled. The price is reasonable and the machine is a hand- 


some instrument. : 


‘PRICES 


OUTFIT. NO. 251. For the alternating current. 
Code word, Turquesco. 


Oe Ol a ho ks a ee tke ae A Hate wo oa Ralengee 6% $200.00 
One Platinum Barium Cyanide Fluoroscope,5x 7... $10.00 When 
@ne live Stand — 636 i is a ieee gare oe ees 10.00 ) purchased 
One Pype.H. X-Ray Tube: 3.5880. oe eae one 14.00 ) with this { 35.00 
One:set of Vacuum Electrodes... ee eee 5.00 outfit 
$39.00 —_—_———_ 
$235.00 


OUTFIT NO. 252. For the 110-volt direct current. 

Code word, Turquet. 
Game asenummerated in Outht: NO: Zoli Hick Sates Sed See Se Pie bbe $235.00 
PROCAT CONV ELUCES hore as he le et pee any Sabena eos gia woe tee ts) die eect 50.00 


$285.00 


For the 220-volt direct current, add $20.00 to the above. 
OUTFIT NO. 253. For the alternating current. 
Code word, Turpitude. 
One n jax Cons ice pias te oh ete ene eed Nat's “Ua ee Gee ht eect $200.00 
Onens x27 SiNCALe Tt UOTrOSCOPe *- su. eee Si es ocr cee ne aren Hot 7.00 
Onie Pubestand 3 fe ae ROP Te OE i in EE a 10.00 
Tweet = ee ea Vi DOS ar oon oe vee oooh Sid Pt A ea SNS IN ys 28.00 
One set of Vacuum Blectrodes. 20. 2. cc ie Sage Se ee ee he Ee 5.00 
Two No.17and No. 18 Electrodes, highly.colored 0. oo. oe a 4.00 
One High: Erequency Milhanmiperemeter.: 0... i.5 das. ae ee ee 30.00 
Four pounds X-Ray Foil ...... Bien i eaney et Ces NREL Pe RENTS, ME ACeah Spee NE 1.00 
$285.00 
OUTFIT NO. 254. For the 110-volt direct current. 
Code word, Turquerie. 
Same asienumerated in-Outht: NO. 253 bios i. Pe eis ees A oe $285.00 
ROtATy) CONVELLCh eee pesas a aie cock os ales ers tah SB Bie gs Oe 70.00 
$355.00 


For the 220-volt direct current, add $20.00 to the above. 


High Frequency Coils 


The Jackson Coil 


The Jackson Coil is designed to give a very powerful effet 
breeze discharge, rivaling even that of a Static machine. Whi! 
giving a true uni-directional Static Current, the therapeutic | 


obtainable from a Static can be produced. | 


The coil may be connected direct to any commercial sou: 
electricity. It is not affected by moisture or climatic changes. 
always available for use. There is no complicated, troublesom 
expensive interrupter. The simple spark-gap used is absolutely re 
It can be set to give any output desired, and the coil may be run i 


nitely without adjustment or attention. 


The illustration shows the coil having in combination with 
ultra-violet and cautery attachments. The cabinet is of handsome 
tered oak. The secondaries are mounted on a portable stand all: 
them to be brought near to or directly over the patient, thereby pre 
ing leakage or loss of current, it being a well-known fact that cu: 
of extremely high frequency cannot be readily transmitted th 


a wire without great loss. 


All the various high frequency currents are obtainable, the eff 
the spark, the spray, the discharge from vacuum electrodes, the fa 
thermo-faradic and D’Arsonval. In addition, a very powerful » 
violet lamp may be added. A cautery transformer may bé incl 


which is capable of heating the heaviest knife. 
Another form of this coil is shown on page 11. 


The interior and the effects obtainable are the same in each 
the only difference between the coils being in the cabinet. T 


made of quartered oak and is a very imposing piece of office furn 


Where the alternating current is used, the drawer and closet shor 
the base may be used for storage purposes, as none of the working 
are contained therein. With each special coil, the electrodes s 


in the cut are furnished, but the X-ray tube is not included. For 
venience in shipping, the cabinet is built in two sections. The Ss’ 
gap, rheostat and controlling switches are conveniently located. 


The Jackson Coil, while not intended as an X-ray machine, w 
good work in a reasonable length of time on the thinner portions c 


body. 
PRICES. 


JACKSON HIGH FREQUENCY COIL. To run on any alternating 
current from 52 to 250 volts and any commercial cycle, complete. 
inclading electrodes, stand and ttbe fioldéf................7..... 

Code word, Heidengeld. 

JACKSON HIGH FREQUENCY COIL. For 110 volts direct current, 

as above, including rotary converter .............2..0... ee aS 
Code word, Headledge. 
JACKSON HIGH FREQUENCY COIL. For 220 volts direct current, 
aSabove; incliding rotary converter *, @. 2 26). o60 5 oP 
Code word, Heenkomen. ) 
CAUTERY. Additional - 
Code word, Curtelasse. 

ULTRA VIOLET ATTACHMENT. Including lamp, cable and arm 

for tube stand 


SAAR: Fs Oy O05 401) O'S e 126-70) 6). Orie: 6-9-6; 9:, Ohl O 6) “6 le: <a rrer 0. en 60 el eb ole e@e ren e.. ove te 


ripe ARO averse es 8, {Oi N Oh Or, (0/6 JO mere l Perdew s) -.6). ek, 267. O7t Se) fOnLeures 6) u0'> Orne cele Te Meso e Hel ee oben ei eree s 


$4 
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The Ajax Coil 
[his coil is designed primarily for the high-frequency work where 
‘acuum electrodes, spark and faradic effects are desired. It runs 
ctly and is a very satisfactory coil. The cabinet work is of quar- 
oak, as in all the other coils of our manufacture. The high-poten- 
oil is mounted inside of the cabinet instead of on the top, as in 
‘ase of the “‘ Hercules.’”’ The terminals are brought up through 
onyx pillars. The regulation is easily accomplished. The coils 
rery smoothly and give a splendid discharge. For treatment this 
; unexcelled. The price is reasonable and the machine is a hand- 
instrument. i 
‘PRICES 


IT NO. 251. For the alternating current. 
e word, Turquesco. 


pax-Collscs «2s 4eiGa ke a ee a $200.00 
latinum- Barium Cyanide Fluoroscope,5x 7... $10.00 When 
ube Stand eas. ee Gee ee ee ee 10.00 } purchased 
ype H. F.. X-Ray Tube: 2... nse ee 14.00 ) with this { 35.00 
ttol Vacuum Blectrodés.:.% oe 5.00 outfit : 
$39.00 Se ae 
$235.00 


MIT NO. 252. For the 110-volt direct current. 
e word, Turquet. 
as enumerated:in Outht:Noe251) 3 Ass ae Fe ee eee $235.00 


WeCONVETUCL ES: seu. Ws 3 WGSROgs Se. a Bie TE ee Sr esha ae Mate crs ee 50.00 
| $285.00 
the 220-volt direct current, add $20.00 to the above. 
"IT NO. 253. For the alternating current. 
e word, Turpitude. 
HAR OO eee ee eer aren cake Mens EEN CBRL a aie $200.00 
Ki SICA Leet MUOLOSCOPOS oy: <.sos Ges ee ons. tauie tapas wee eee CR 7.00 
TEIDG DUO TIC ay ee ea enced iol shat e a eke a Ceavare acta apel ole book oa ietincs 10.00 
Phx Ray Tubes erie oe. RSS bie hon bk at Doe SO acl 28.00 
BOROR VACUUI ICC LOUCS car. 6 2 0 0as a6. G v ooegdiova Bie ohltene Shick 444 S aeies 5.00 
No, 17 and No. 18.Electrodes; highly colored ...... 0026... 00 nh. 4.00 
High-Frequency: Miliamperemeten .- 6.5.5.6 och. Se ie eee eles eee 30.00 
pounds X-Ray Foil ...... BEAD Pe St cc Mle er pe we ea as , 1.00 
$285.00 


FIT NO. 254. For the 110-volt direct current. . 

le word, Turquerie. 

as enumerated in-@Outht NOs Zooks soe ke oe Fy iss DE aS A ge POOLE 
y. Converter ec. ee ee eS ee PEG Eis acs PS au ee ee 70.00 


| $305.00 
the 220-volt direct current, add $20.00 to the above. 
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The Jackson Coil 


The Jackson Coil is designed to give a very powerful effeuve or 
breeze discharge, rivaling even that of a Static machine. While not 
giving a true uni-directional Static Current, the therapeutic effects 
obtainable from a Static can be produced. | 

The coil may be connected direct to any commercial source of 
electricity. It is not affected by moisture or climatic changes. It is 
always available for use. There is no complicated, troublesome and 
expensive interrupter. The simple spark-gap used is absolutely reliable. 
It can be set to give any output desired, and the coil may be run indefi- 
nitely without adjustment or attention. 

The illustration shows the coil having in combination with it the 
ultra-violet and cautery attachments. The cabinet is of handsome quar- 
tered oak. The secondaries are mounted on a portable stand allowing 
them to be brought near to or directly over the patient, thereby prevent- 
ing leakage or loss of current, it being a well-known fact that currents 
of extremely high frequency cannot be readily transmitted through 
a wire without great loss. 

All the various high frequency currents are obtainable, the effeuve, 
the spark, the spray, the discharge from vacuum electrodes, the faradic, 
thermo-faradic and D’Arsonval. In addition, a very powerful ultra- 
violet lamp may be added. A cautery transformer may be included, 
which is capable of heating the heaviest knife. 

Another form of this coil is shown on page 11. 

The interior and the effects obtainable are the same in each style, 
the only difference between the coils being in the cabinet. This is 
made of quartered oak and is a very imposing piece of office furniture. 
Where the alternating current is used, the drawer and closet shown in 
the base may be used for storage purposes,-as none of the working parts 
are contained therein. With each special coil, the electrodes shown 
in the cut are furnished, but the X-ray tube is not included. ‘For con- 
venience in shipping, the cabinet is built in two sections. The spark- 
gap, rheostat and controlling switches are conveniently located. . 

The Jackson Coil, while not intended as an X-ray machine, will do 
good work in a reasonable length of time on the thinner portions of the 


body. 
PRICES: 


JACKSON HIGH FREQUENCY COIL. To run on any alternating 
current from 52 to 250 volts and any commercial cycle, complete. 
including electrodes, stand and tube holder............2....0000% $350.00 
Code word, Heidengeld. 
JACKSON HIGH FREQUENCY COIL. For 110 volts direct current, 
as above, including rotary-converter ...66.8 0 ok ce lew bee a $420.00 
Code word, Headledge. 
JACKSON HIGH FREQUENCY COIL. For 220 volts direct current, 





as above, including rotary converter ................ SC AMeeay soe eset 440.00 
Code word, Heinen, y : 
CA UMN = Additional, oi eS es ee $25.00 


Code word, Curtelasse. 
ULTRA VIOLET ATTACHMENT. Including lamp, cable and arm - 
LOE tie Stand =. 60g ee ee oe, $60.00 
Code word, Conjunctum. 3 
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LIST OF -OUTERITS 
In connection with any of the following outfits, a Milliamperemeter is recom- 
mended. This thay be included at an additional cost of $30.00. 
These outfits are given as samples only, and may be changed to suit the 
convenience of the purchaser. 


OUTFIT NO. 60. For the alternating current. 


Code word, Handlohn. 
One Jackson Coil, complete, including set of metallic electrodes and tube 


Stand < 385 Grace 8s pny gk CIEE ee SR ee oy PLIES et oie ee $350.00 
One'H. F Xe Ray Tubes. os... Be ee SS Ge ye Ee Sas cis Oe ee aha 14.00 
One 5 x 7 Platinum Barium Cyanide Fluoroscope .............. ee aces 10.00 
One set of Vacuum Electrodes with Handle ..............ccceccccces 5.00 

$379.00 


OUTFIT NO. 61. For the 110 volts direct current. 
Code word, Handlubben. 


Same as enumerated in Outfit No. 60 ................ Dhilee wa eee su wie $579.00 
Rotary. Converter, complete, fitted in cabinet’: 6. 0. a ee ee es 70.00 
| $449.00 


For 220 volts, add to above $20.00. 


OUTFIT NO. 64. For the alternating current. 
Code word, Handmaiden. 
One Jackson Coil, complete, including set of metallic electrodes and 


PRUE SUANG ash 6 sie cies Ob eg ooh a a G8 b coset ds a nN a egarere salient Soi $350.00 
Dwoswpeda E ceRay Tubes a. vee Po ika eos oe oes eS dois ee aee Oye 28.00 
One 6 x 8 Platinum Barium Cyanide Fluoroscope...................0% 16.00 
One set of Vacuum Electrodes with Handle ......................20. 5.00 
One set of six No. 17 and No. 18 Electrodes ....................0.000- 10.00 
One Tollot Block Tin:.10 pounds’. 2. va. Sie ae ee oe. Se ee ees : 2.50 
Two wMimeral: wes. 6.22 yo Vas putea oe ek ios 6 Rewlnle oe wt te Wea dis eeutteeaes 6.00 
One Wallemited UG. eS fa es ee Ce Ra ee 5.00 


OUTFIT NO. 65. For the 110 volts direct current. 
Code word, Handmandel. 


paine as enumeratedin Outht NO. 640 oie cb ees bs Cee PES $422.50 
Rotary Converter, complete and fitted in cabinet ..........06.0...005- 70.00 
$492.50 


For 220 volts, add to above, $20.00. 


OUTFIT NO. 66. For the alternating current. 
Code word, Handmesser. og 
One Jackson Coil, complete, including set of metallic electrodes and tube 


CUE WOU 6 ihe A yer re 0 ey ee gee as vets RY tae Thy green oe $350.00 
wowlype Ho Max Ray Lubes 33 3.6 re ee Py Oe Oe 28.00 
One 5 x 7 Platinum Barium Cyanide Fluoroscope...............00000: 10.00 
One set of Vacuum Electrodes with Handle .............0. 2.0.0.0 cease 5.00 
One‘set of six No:-17 and No: 18 Electrodes .0 02...) 2202. ee. 10.00 
One roll:ot Block "Vin, 10 pounds 2 ne. ee ere 2.50 
wo MineralvPubes2: 400) ae eee ee a a 6.00 
One:Willemite Tube". 254.0033 Pi ce oe ck Bee ie eae ee 6.00 
Cautery Attachment. ja ca ee a, Pee ee Se 25.00 
One Handleiand Snare: 3 ee ee a eae 6.00 
Bight Cautery Knives ay 3 (0 see os ee a 6.00 
Ultra Violet Attachment **: a0. =e eee Pe ae 60.00 
One '‘Quartz-Comipressor ieee ee ae —  §.00 
One pair Catitery.Cords.i 220" eer ee, en a eee 1.50 

$521.00 


$422.50 
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OUTFIT NO. 67. For the direct current. 
Code word, Handmolen, 


Same as enumerated in Outfit No. 66 ........ ccc ce cccecceee tha a 


For 220 volts, add to above, $20.00. - 


OUTFIT NO. 68. For the alternating current. 
Code word, Kalomel. : 

Jackson Special Coil: as'shown incut, Sr. Soi eee. Se 

Onedypeti fF a cRay Hubei ee Ps i we ate Be of gies 

One 5 x 7 Platinum Barium Cyanide Fluoroscope.................004. 

Four pounds Block Tin 2. 333 (oe eis. ae yee ee Rsk’ 


‘OUTFIT NO. 69. For the 110-volt direct current. 


Code word, Kalong. 
SamMeras 1 QUENT NON 6a? yo ea ei ae RR Be yg 


For the 220-volt direct current, add to the above $20.00. 


od 


The Cyclone Coil 


The illustration shows a plain, compact, all-round coil, w 
unexcelled for general work. ‘This coil will give all the effects obta 
from the Jackson Coil, with the exception of the effleuve. In addi 
is a powerful X-ray generator. The cabinet is of handsome quartere' 
When the coil is used on the alternating current, three drawers aré 
vided for storage purposes. When used on the direct current, the 
occupied by the lower drawer is taken up by a rotary converter. 
price includes a tube stand, connecting cord, X-ray cords, handle 
sponges for applying the thermo-faradic and D’Arsonvalcurrents. T] 
is put up in three different styles of cabinets, the working parts ar 
output being the same in each case, the only difference being i 
cabinet work. 

The illustration on page 16 is really the top section of the 
cabinet, previously shown. The portable type (see cut on pag 
is an extremely serviceable and useful instrument. It can readi 
carried in a buggy or other conveyance, and can be attached - 
alternating current lamp socket. All the parts shown in the upper 
tration may be packed in the base of the coil, making it entirely 
contained. The coil will run with perfect steadiness and success. 
spark-gap is very similar to that on the Jackson Coil, and wil 
indefinitely without attention. 











LIST OF OUTFITS 
n connection with any of the following outfits, a Milliamperemeter is recom- 
ed. This may be included at an additional cost of $30.00. 
“hese outfits are given as samples only, and may be changed to suit the 
mnience of the purchaser. pe 


MIT NO. 60. For the alternating current. 
le word, Handlohn. 
ackson Coil, complete, including set of metallic electrodes and tube 


CAM 8 eee saa ee pee aon UN See Sia ane ES Colle ed ate 6 tense $350.00 
1 .FO X-Ray. Tubes; Cees. aes: oe RE a tr at cay Se ee 14.00 
x 7 Platinum Barium Cyanide Fluoroscope ..........ceeeueeees 10.00 
ot. of. Vacuum. Electrodes with iandles:).. 2. Se Ae. ce Eee bee’ 0.00 

$379.00 


*IT NO. 61. For the 110 volts direct current. 
le word, Handlubben. 


as enumerated im Outht NO: 60 30 tre i ee, ape e ee $579.00 
'y Converter, complete, fitted in cabinet .......... Taree es sic ia wishes 70.00 
| $449.00 


220 volts, add to above $20.00. 


‘IT NO. °64. For the alternating current. 
e word, Handmaiden. 
[ackson Coil, complete, including set of metallic electrodes and 


ibe stand... vs eee ee ae ee aa ect le Sac c's $350.00 
“ype HF. X-Ray Tubes 2, 274 = en Ss Pips ee oe ae 28.00 
x,8 Platinum Barium Cyanide Fluoroscope: . 3. ooo 8s oes See 16.00 
+t of Vacuum Electrodes with Handle ................. Bite Mee oh «8 5.00 
it of six No. 17 and: No. 18 Blectrodes:, <2. 50 Se eo cates eee ass 10.00 
lof Block Tim 10 pounds rs a ee os ans Hae wre ek 2.90 
fineral Tubes ei ge eee tee ee ee a ie Nets he 6.00 
lillemate Tube 220258 aes ee ow Fo ad 5 Oe oa sa, Oo 5.00 

$422.50 


‘IT NO. 65. For the 110 volts direct current. 
e word, Handmandel. 


as enumeratedan Outht No..64 or ee ee ies as Sees $422.50 
y Converter, complete and‘fitted incabinet (“22 3. ies 3 See 70.00 
$492.50 


220 volts, add to above, $20.00. 


IT NO. 66. For the alternating current. 
e word, Handmesser. 
uckson Coil, complete, including set of metallic electrodes and tube 


BI oan eee arg ee ap Ee se UGA Y ook a eerara Shape ds RG SORES $350.00 
| ype H. F. X-Ray Tubes .......... Piel! Gt eR er ah STS OS Pe 28.00 
|x 7 Platinum Barium Cyanide Fluoroscope...............00-0003 10.00 
Et Of Vacuum Blectrodes with: Handle: 2 os ei es OS ae 5.00 
toisix-No. land No: 18 Mlectrodes inc) oo Se SSeS wn oo Se 10.00 
Iiof- Block Tin, 10 pounds 2. i85 5 ee en se oie ina Wiis aaahiaee we eae 2.50 
imeral Lubes. ee aes es os ees Ghats Rear Neola een 6.00 
dilemite Tube: ¢ icone: oa ee on ee CBee ee ieee ape ere ae 6.00 
VAttachwient: os es Oe pees ey eee tk ee Pe ee a ate a sete es - 25.00 
andle-and Snares tes ce eae ee aie) Sate Woe ES oe ee 6.00 
vautery: Knives: ici} O00 ee avi ok Gece pA ray ENE 6.00 
/10let Attachment: |. tase Ree. Fee. oes raise ui eed aus gare 60.00 
datte Compressor’ 3: ¢ hase eh acento eS le a ee 5.00 
ir Cautery Cords? si fragers eyes eee kate ew Bein er so eas Ste os 1.50 


$521.00 
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OUTFIT NO. 67. For the direct current. 
Code word, Handmolen. 


Samevas enumerated in Outht-No, 66). Sse ea Oe RE $521.00 
Rotary Converter: complete, fitted in cabinet. <:.03.6 50) as. oo eS 3 70.00 
$591.00 


For 220 volts, add to above, $20.00. 


OUTFIT NO. 68. For the alternating current. 
Code word, Kalomel. 


Jackson Special, Coileas shown in cuts 042k. eR $380.00 


One Type Fy ch yo a ye De bag ce ge ia Sings aioe souk V Sane 9 Sha ew eds 14.00 
One 5 x 7 Platinum Barium Cyanide Fluoroscope............-5.036-.. 10.00 
TPOUT POU Ts SLOG Ke tha Soa aay. oss baa seh a Pg Maree 3 1.00 

: $405.00 


-OUTFIT NO. 69. For the 110-volt direct current. 
Code word, Kalong. 


ALN AS 16 OEE CIN Oo aoe oR ake Gl aye soe Chee Se Eisieie soo os . $405.00 
Rotary Converter-fitted 1cabinet, 7.50 8 I iS 70.00 
$475.00 


For the 220-volt direct current, add to the above $20.00. 


od 


The Cyclone Coil 


The illustration shows a plain, compact, all-round coil, which is 
unexcelled for general work. This coil will give all the effects obtainable 
from the Jackson Coil, with the exception of the effleuve. In addition, it 
is a powerful X-ray generator. The cabinet is of handsome quartered oak. 
When the coil is used on the alternating current, three drawers are pro- 
vided for storage purposes. When used on the direct current, the space 
occupied by the lower drawer is taken up by .a rotary converter. The 
price includes a tube stand, connecting cord, X-ray cords, handles and 
sponges for applying the thermo-faradic and D’Arsonval currents. The coil 
is put up in three different styles of cabinets, the working parts and the 
output being the same in each case, the only difference being in the 
cabinet work. — 

The illustration on page 16 is really the top section of the floor 
cabinet, previously shown. The portable type (see cut on page 17) 
is an extremely serviceable and useful instrument. It can readily be 
carried in a buggy or other conveyance, and can be attached to an 
alternating current lamp socket. All the parts shown in the upper illus- 
tration may be packed in the base of the coil, making it entirely self- 
contained. The coil will run with perfect steadiness and success. The 
spark-gap is very similar to that on the Jackson Coil, and will run 
indefinitely without attention. 
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EASE OF OT FLT S 


OUTFIT NO. 70. For the alternating current. 
Code word, Kaaskamer. 


The Cyclone Coil, Floor Type, including tube stand ........ ano Lg Sete 

Qne4y pe HF Xe Ray lube... fo ee ee er re mle ete re 
f One 5 x 7 Platinum Barium Cyanide Fluoroscope....... 2.5.20. 060205 

One set OrsVacuiimer leChrOd eS ree ia, ose eae ee Mees Be et ee 
“ty OUTFIT NO. 71. For 110 volts, direct current. 


Code word, Kaaskoek. 
Same asenumerateganiOutntNos (Oe. in. 6 at, eee eee cae Oi Se 
RotaryeConverten a iene seins. ih ee A a a tae oe, oe neve eer ets os 


For 220 volts, add $20.00 to above. 


OUTFIT NO. 74. For the alternating current. 
Code word, Kaasleb. : 

The Cyclone Coil, Floor Type, including tube stand .............-..+5. 
awWOwd V,DCbrL ty NINO UDC ee res pg ees E oot dns yee ne ae eee et 
One:5'x.7.PlatinumeBarium Cyanide Pluorescope® foc ee iw cies 
POUL POUnGe Nols aye Oly foo) Se te ee i ees eel eee eg foe 
Onerset of six:No; and Noi13 Electrodes . 2, fi... 65 oe Ee asc es ok a ae 
OneSetiofWacuum: Blectrodesy fo fon a a i ee ele yes 
Sw Op MIMeHAL ld DES mam ne es i reat Deer eS Sag gi dae elie ashe bdo 
One High requencysMiliampere: elena ae, ee ae ee 
Basesania otandardiomrloomotands 5. 8s ee Nee ee a ee a's ea dg eae 


OUTFIT NO. 75. For 110 volts, direct current. 

Code word, Kaasmaden. 
Sameiasentimeratedin Outht NO-Y4.. ore toe read ges ees 
ROAR VAC ONVETUCL or 6 ee ee ee se ie ees SR eee eee oes 


For 220 volts, add $20.00 to above. ) . 


OUTFIT NO. 76. For the alternating current. 

Code word, Rhodanicum. 
TheCyclone coms Desk Ly pe, anchiding tube Stand ant is eye eee es 
One Type Hoe Ray ube a ee Se ee a he les Sd 
One 5 x 7 Platinum Barium Cyanide Fluoroscope ........ SHS Saar og rear 
One SetofVacuiuimerACCErOdeS: 4a i ee i a Ee ny grees eit eh 8 


OUTEIT. NO: 77. For10-voltsedirect: current. 
Code word, Rhodanthes. 
Gann ea crentuineravued Im Our ben Oey 25 cess ee, re ea eek vase ies 
‘ POU tay AO ORWCTUCE insert, oe iy cos ee rid ee ys, sare out. ot eae NYS. * 


For 220 volts, add $20.00 to above. 


OUTFIT NO. 90. For the alternating current. 
Code word, Krent. 
The Cyclone Coil, Portable Type, including tube stand .. 3.00.22. ...00%.. 





aera One ty pec Pe Xe Raya Ube ye a eG es ee gr a ey ee bone Gee 
The Cyclone Cabinet Coil One2c 7 Platinum, Barium Cyanide Fluoroscope .a.3 20242 fe ce oe 
PRICE One setiorsixVactitiml Mectrodes i... re ete ie ieee ho ec eo ote int 
S Hour pOoundss san a veel Foe iia: BPs vie me eetes Gace 8 bd gges ese aes 
THE CYCLONE COIL. Floor Type, ircluding tube stand and con- 
necting cords, fitted to run on any alternating current............. $210.00 


Code word, Gloriation. 


THE CYCLONE COIL. Asabove, for 110 volts, direct current, includ- 
ing rotary-convVerter <0. cae. ae eet ee. PO ee ee $280.00 
Code word, Glorify. | 
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The Cyclone Cabinet Coil 


tee PERICLES: 
CYCLONE COIL. Floor Type, ircluding tube stand and con- 
scting cords, fitted to run on any alternating current. ge ee ay ell OOO 


2 word: Gloriation. 
CYCLONE COIL. As above, for 110 volts, direct current. includ- 
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1ST: OF OULILTS 
OUTFIT NO. 70. For the alternating current. 
Code word, Kaaskamer. 
The Cyclone Coil, Fldor. Type including tube:stand:: eo). s.r ces 
GT eH pee Ray Tube. ee i ING Meee oeies = Seek os ama tee 
One 5 x 7 Platinum Barium Cyanide Fluoroscope. . Sighs be Vaan ee oat 
Guo Sees Biectiodss a 


, 


OUDRUE NO2 7k Por 110 volts: direct-current: 

Code word, Kaaskoek. 
Came acentumenratedanoutitcN O27 O26. oa. FSS os ee 
ReGiaty COV CILCE. oy a a a ee Bk 


For 220 volts, add $20.00 to above 


OUTFIT NO. 74. For the alternating current. 
Code word, Kaasleb. 

The Cyclone Coil, Floor Type, including tube stand .......5......:--+- 
Two Type H. F. X-Ray ARUbes=., 62.45 Bear A ee al eas peek) s 
Oren s 7 Platinum Pera Cyanide Fluoroscope. . Ae ieee a ae 
Four pounds X-Ray Foil . Br ee. Bee aso cee ae eos 
One set of six No. 17 and No. Weel a a ee 
Onercet of Vacuuin MieclirOdes ei uk, rs ee Pe 
Two Mineral Tubes ..... Rare arene She Bae on 
One High Frequency Milliampere~ eS eee ee 
Base and Standard of Floor Stand. . GE eee Rs ce ae SO ae Gees one. 


OUTEIT. NO} 775]: For®110-volts, direct _eurrent. 

Code word, Kaasmaden. : 
Same as enumerated in Outfit No. 74. SEP oa Wa oi ee ey has es em 
ROtary, CONVELLer 2 cee ar ee age A ieee PRRs ey 8 


¥ ms 
For 220 volts, add $20.00 to above. 


OUTFIT NO. For the alternating current. 
Code word, Rhodunicaee 


“The Cyclone Coil, Desio Typefnclitdineg tubestand G2 .0h 2. oe 


One Type H. F. X-Ray Tube... SOUR et ares aia aie ura ee 
One 5 x 7 Platinum Barium Cyanide Fluoroscope eee eee a 
One. setiof Vactuim Blectrodess ee ee i eek 


OUTFIT: NO: 7720) For 110--volts#direct current: 

Code word, Rhodanthes. 
Same as enimerated im Outht NO pom sees ies ok Sais see ee ee e's ae 
Rotary Coumerter 3 ge ee ee ee ee ee be 


For 220 volts, add $20.00 to above. 


OUTFIT NO. 90. For the alternating current. 


Code word, Krent. 
The Cyclone Coil, Portable Type, including tube Cet chee Urrc atoaeante fe wea 
One Type H. F. X-Ray ube: Gas Sas eee Sake ee ot eae 
One 5 x 7 Platinum hea eme Fluoroscope reais ee tegnge  pere SA Sea 
One set of six Vacuum Electrodes . rie Meee ae hee ies wr ee te 
Pour pounds XoRay-t Ole oe Geel, Pog ee BG ee Bn 
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$210.00 
14.00 
10.00 
5.00 





$239.00 


$239.00 
70.00 





309.00 


$2 10,00 
28.00 
10.00 

1.00 
10.00 
5.00 
6.00 
30.00 
5.00 


$805.00 
#305.00 

70.00 
$375.00 





$185.00 
14.00 
--10.00 
5.00 


214.00 


$214.00 
70.00 





$284.00 


$185.00 
14.00 
10.00 
5.00 
1.00 


$215.00 
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OUTFIT NO. 91. For the alternating current. 
Code word, Krepp. 





The Cyclone Coil, Portable Type, including tube stand ................ $185.00 
a wo ype Posey LU DES oii 3's Sage otk ee 6 ei oe tee gale 28.00 
One $7 Platintm bari Cyanide Fluoroscope.« 60 oo. eee 10.00 
Oe Seu Ober Via Gli PNCCUROCES 5.06 oo eo ace hey hk oir oie aig ee ech. He ee 5.00 
Roe pOUunGSe. ley E Olle ee. se Oban ples bok whe Sie he hae wee 2.00 
Oneset orcix Blectrodes= Nol pand: Nowa a ee i i 10.00 
One Cauyine Case tor tubes and electrodess. 60.2855 yo 10.00 

$250.00 





The Cyclone Desk Coil 


THE CYCLONE COIL. Desk Type, including tube stand and con- 
necting cords, fitted to run on any alternating current. ............ $185.00 


Code word, Gloriavamo. 


The Cyclone Portable Coil 


THE CYCLONE COIL. Portable Type, including tube stand and con-- 
necting cords, fitted to run on any alternating current............. $185.00 


Code word, Glorificar. 


ROTARY CONVERTER. For changing the 110-volt direct current to 
alternating... 265 aoe Sees i ee ee eee eas el Are. $70.00 
Code word, Hervatting. : 


ROTARY CONVERTER. For changing the 220-volt direct current to 
alterhatinge. 2.62 0. a Oe ee oe a ene $90.00 
Code word, Hervimos. 





High Frequency Coils 
CaM RE NEI ESN Ee I NR EERIE VsDeS  aee eh ee ew 











High Frequency Coils 
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FIT NO. 91. For the alternating current. 
de word, Krepp. 


oyclone Coil ‘Portable-T ype, including-tube stand. ....05 2 vas ago. $185.00 
Wye be: ie Reays Lees Ses) exe arn ben aed naghe eg yo ase br cle eee She 28.00 








x7 Platinum Barium Cyanide Bhrorescope wh. aoa ae Pe OOO 
setot six Vacuutin iilectrodes "Ant. as Sen a nie 5 a ee 5.00 
BOUT Se IR AY Oh ret ae Sa dai an eae Esse, pie he Sai tes gs eon 2.00 
ot ol six Mlectrodes.. Now Fasid NOSIS Se Bee ee oe 10.00 1 
sarrying Case for tubes and electrodes: rece i eB da 10.00 
: AL) 
$250.00 


(aeirienilademisinchione o/chilem ine tesa anna Dain m natant a ais 


ferve-ttees 





niinarrbee emceatnne ternal wa beret dL nh owen heinans mens stint ak bthnh ibaa abe ies aga cine 5 heat sedan fetal homan siieblnnh ts bid adesbAdasibninacasieniaiied Kanha Lens inde 





The Cyclone Desk Coil 


CYCLONE COIL. Desk Type, including tube stand and con- 
ecting cords, fitted to run onany alternating current ............ $185.00 
e word, Gloriavamo. Sr cee re . 


The Cyclone Portable Coil 


CYCLONE COIL. Portable Type, including tube stand and con- 

acting cords, fitted torun on any alternating current............. 185.00 
e word, Glorificar. 

RY CONVERTER. For changing the 110-volt direct current to 
Pernatiosse o ockt a en ee he ge aS aus ar Sy eg, eae a wees $70.00 
e word, Hervatting. | 

iRY CONVERTER. For changing the 220-volt direct current to 

LErna hate tse ete Gees ee may Spm tries SEP tay REE cca a orem e 90.00 
2 word, Hervimos. 





oer ttaeteae ane na eenttne ee ttmeenen teenage beninlnn hammtannte nileblan (pp ptthnt neat satiny aafenertihcanena mts treet cemewehenianente net 
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The Kinraide Coil 


This coil is very satisfactory for all ordinary X-ray work, and may 
also be used in connection with vacuum electrodes. There has recently 
been added to the coil a new interrupter, which works with perfect 
steadiness. This is shown in the left foreground of the illustration. 
Owing to its peculiar construction, the coil will not burn out or break 
down. It can be furnished for either the direct or the alternating cur- 
rent. A very powerful ultra-violet equipment may be added, if desired. 





The Kinraide Coil 3 


PRICES 


Price of the interrupter Oni. a a te ee Pee ee $25.00 
mY « - e; . . Soy 
Full directions for attaching and operating accompany same. 

Code word, [gnore. _ 


LIST OF OUTFITS 


OUTFIT NO. 33. For direct current. 
Code word, Unpublic. 


One Direct Current Kinraide Coil with new interrupter .:.............. $150.00 
DWO sities t ye te neat ee a erat oF Je eee 24.00 
One.5 6) /, Viatinuim:- Barina yanide Flueroscope. 0. oes Oe 10.00 
One icorhimbersuand (& ok ae ee oe ee ee aye ike Parurie 10.00 
PAC Me OSblt 3 ete Uae ake a ee te Yee 8.00 


2 : $202.00 
OUTFIT NO. 34. For alternating current. 
Code word, Vestifluam. 


One Alternating Current Kinraide Coil with new interrupter ........ ete. pL O20: 
Pw esp h ype re ct cy er sa Bvtign: ical Pe atte, Co Sheree 28.00 
One 5 x7 Platmum Barium Gyanide Fluorescope m 67°52 ee: 10.00 
Que loorliibe Stand 2s. a Aaa PETAR ERE ROE OPO AEE. 10.00 
One RNCOSEAT a resc hy SO Prete tel Mig Ce Spee eae: pee ae: 8.00 

$206.00 


High Frequency Coils . 








OUTETE. NOw3..:: For altergating current, 
Code word, Timindos. 
One Alternating Current Kinraide Coil. and Ultra Violet Apparatus com- 
Died <aiSO Mew ATILEPEMIDLeL. 6 py cd a co ea Octet at aks uae ahs aa) Pte Lae 


Lwo4 ubes by pe: Eo Bie a peop ed seats es Came uate Pa ae eise ee ee Bi | 
One 5 x.7.Platinum Barium Cyanide Fluoroscope.. 3... 2. eo. ee Den @en es 


Ge Wlnor five mtanGs: css oe es ws 5 Ra age a Rae ra a a Ce tS eae ree aaa 
Cyc mh MeOstatee ce eee ee Oe Sa Re eee EP ate ee eS ; 


We recommend the purchase of a set of Vacuum Electrodes, price $5.0( 
each of the above outfits, also four pounds of X-Ray Foil, price, $1.00. 


Nealey Electrodes 


It is well known that one of the most useful methods of tre 
with either Static or High Frequency currents is by means of the 
discharge or effleuve. Some reliable means of regulating this eff 
has long been needed. Wooden electrodes have been used by | 
and while they were green and full of moisture, have worked 
nicely. The moisture soon dries out. Especially during the w. 
when the air is heated from some artificial source, it is almost impo | 
to keep the wood properly filled with water. This takes a great d 
time and considerable patience. After wooden electrodes have 
used for some time the tip carbonizes and becomes so dry and of 
high resistance that sharp sparks may pass, to the annoyance a 
patients and the operator. With the Nealey Fluid Electrodes 








discharge is mild ana perfectly regular. ‘They are always ready to. 
and give a beautiful brush discharge that can be used around the 
or face of even the most timid person, without the posstbils: 
accidental sparking. It is perfectly possible to increase the streng 
the discharge to a long, coarse brush such as would be adapte 
spinal, rheumatic or paralytic cases. 

In adry atmosphere, with a sixteen, revolving plate Static mac 
a voluminous blue brush, more than twenty inches in length, can « 
be obtained. The electrodes are made of heavy, tough glass tubing 


wooden tips of three different shapes. The entire set is needed in 
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The Kinraide Coil 


his coil is very satisfactory for all ordinary X-ray work, and may 
be used in connection with vacuum electrodes. There has recently 
added to the coil a new interrupter, which works with perfect 
iness, ‘his is shown in the left foreground of the illustration 
g to its peculiar construction, the coil will not burn out or break 
It can be furnished for either the direct or the alternating cur- 

A very powerful ultra-violet equipment may be added, if desired. 
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The Kinraide Coil 
PRICES 


if theanterrapter Only os. es eae ee eee ge ee $20.00 


Le SE Ose O98 PELT'S 
IF NO. -38. For direct current. 
» word, Unpublic. ; 


rect Current Kinraide Coil with new interrupter ......./..5..... 150.00 
Des by Desk ae foe ie eS Pea ate Phe es ae ee 24.00 
«/ Platinum Baritim Cyanide Flicroscope. 23 vce oe 10.00 
Dor Lu be Stand gs eee ee eo Dhan Se SO ac: 10.00 
PCOSUA Us Gtr RN glee Se Si aad the eh eee oY ee 8.00 
['T NO. 34. For alternating current. aa 
‘word, Vestifluam., 3 

ternating Current Kinraide Coil with new interrupter .......... ~~ $150.00 
pes gy De Fa. wesc A aie en, Set gee See ease an Ne Sie rode tage 28.00 
<7 Platinum Barium Cyanide Fluoroscope..... Rigi A ne cena eee 10.00 
DOr elu We wo latids eee ee Saat ese eon eae hae Wars coe ie te ae tae 10.00 


OOS CAE hatae cate Roe cesa, V5c oe gta RRNA Ge Agee Rue eee | ac SN nrataas oan ene ed 8.00 





206.00 


stadia natant sdelsehsocade Wile nidibai tea stim bepattaieiy MEO enn Ss iabekati ced uth fit cts sea Latte Heat Sa H 
diid, oats 1 pos ey ik a lal clay bsitend Whhaeneacah 
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QOULTHITSNO:. 237. hor-alternating current. 
Code word, Timindos. 
One Alternating Current Kunraide Coil and Ultra Violet Apparatus com- 


Died. aleO- le WamLeltt DLCL 2 yoisare. «sve eae ee sey wi 8 A OS -.-¢ $195.00 
Ai Ae OSH De a Se. ce a hs ete Re a eg ee ese oe eid s States, Pee 28.00 
One > & 7 Platinum Barium Cyanide Pluoroscope.. 25s ee 10.00 
One Moor Tube Stand. goc. g ces oe aes Pig Se ee en ohne 10.00 
PCH eG OG aA a a le NE lan DIES © og eS RN Ea A ee ae 8.00 


~ $251.00 
We recommend the purchase of a set of Vacuum Electrodes, price $5.00, with 
each of the above outfits, also four pounds of X-Ray Foil, price, $1.00. 


Nealey Electrodes 


It is well known that one of the most useful methods of treating 
with either Static or High Frequency currents 1s by means of the brush 
discharge or effleuve. Some reliable means of regulating this effleuve 
has long. been needed. Wooden electrodes have been used by some, 
and while they were green and full of moisture, have worked very 
nicely. The moisture soon dries out. Especially during the winter, 
when the air is heated from some artificial source, it is almost impossible 
to keep the wood properly filled with water. This takes a great deal of 
time and considerable patience. After wooden electrodes have been 
used for some time the tip carbonizes and becomes so dry and of such 
high resistance that sharp sparks may pass, to the annoyance of the 
patients and the operator. With the Nealey Fluid Electrodes, the 




















discharge is mild ana perfectly regular. They are always ready to work 
and give a beautiful brush discharge that can be used around the head 
er face. ol even the most timid’-person, without -the possibility of 
accidental sparking. It 1s perfectly possible to increase the strength of 
the discharge to a long, coarse brush such as would be adapted for 
spinal, rheumatic or paralytic cases. 

In adry atmosphere, with a sixteen, revolving plate Static machine, 
a voluminous blue brush, more than twenty inches in length, can easily 
be obtained. The electrodes are made of heavy, tough glass tubing with 
wooden tips of three different shapes. The entire set is needed in order 
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L to get the most complete graduation of discharge. The tubes are filled 
| with a special resistance liquid designed to allow the passage of just the : Tubes 
tight amount of current to produce the best brush without sparking. : 
This is a very important feature. When ordering, be sure to give make 
of your Static machine, and the number and size of revolving plates, so 
that proper resistance liquid may be sent you. The wooden tips are 
‘orous enough to absorb the proper amount of fluid from the tube for 
pest results. This set of electrodes is by far the most. economical for 


the busy physician. Except for possible breakage of the glass tube, . 
the electrodes will last indefinitely, as the tips do not ecarbonize or 

deteriorate 

Price pers": 2 three electrodes, with a sdpply-of liquidaa|| 2. age $10.00 

pingic electrode, witha supply of liquid’. co ey Ee 4.00 


Code word for Set, Galgulus. 
Code word for Ball, Galhardo. 
Code word for Point, Galhofa. 
Code word for Cylinder, Galianos. 
PGC per pint 5) oii. nee Tee gat Ss eee 





















Bee ee or he $1.00 | : 
3 H. F. Type X-Ray Tube 
This tube is especially designed for use with high frequency 
V acuum It is the result of many years’ experimentation, and will run with 
| satisfaction. Owing to the position of the terminals the reverse ° 
are choked back so that the hemispherical effect is obtainable. 


Code word, Dejor 
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For a cheap but substantial set for all-round use containing all of 
the most used Electrodes, the one shown in the above cut is recommended. 


(landle. . Beet i oe Rea oh CR site » $0.75. Code word, Koulbac X. Type X-Ray Tube 
No 3As Rectal: (athout. bulb). ae .75. Code word, Kouler ; pase pe : 
No. 55 Urethtal, curved ....... 2), 6) 75. Code word, Koulougli Uhis tube is a modification of the type H. F., and has an extre 
Ne ae oes ieaient ae ee Ds code eo So heavy and re-inforced anode so that a large quantity of current 
O44 aginal, with cupped end i. > a, 202" 75. Code word, Koupara al atino. att 16 | : f 4 
No, 144° “General external work.) 7s 75. Code word, Koupholite pe eee reo Bene ep co aly geo inendicd fer i) 
No. 200" ustachian., ae. ser ee 75. Code word, Kourakin work. 


Spe ee ean ee 9.00. Code word, Koukarien Be C0Ge word -Dervanten co. oo. a ee ea (TLICS, f 
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+ the most complete graduation of discharge. The tubes are filled 
a special resistance liquid designed to allow the passage of just the 
amount of current to produce the best brush without sparking. 
S a very important feature. When ordering, be sure to give make 
ir Static machine, and the number and size of revolving plates, so 
oroper resistance liquid may be sent you. The wooden tips are 


esults. This set of electrodes is by far the most economical for 
usy physician. Except for possible breakage of the glass tube, 
lectrodes will last indefinitely, as the ti ps do not carbonize or 
orate 

ver s-: if three electrodes, with a supply: ofsligniidt 2. ae $10.00 
elec vrode, witha supply of liquid’ 73) 3° oe 4.00 
> word for Set, Galgulus. 

> word for Ball, Galhardo. 

> word for Point, Galhofa. 

> word for Cylinder, Galianos. 

per Pint 2 eiiigs Or eee os 
» word, Galiarius, 


Br Seah aCe Ca 51.00 


Vacuum Electrodes 












SWu din 





Pia 
~~ 


ora cheap but substantial set for all-round use containing all of 
st used Electrodes, the one shown in the above cut is recommended. 





Pee eG eg sk BO 20.75. Code word, Koulbac 
Beccova! (without bulb)... 2... Soy .45. Code word, Kouler 

Pree tevnral- curved 0. ie ee es .78, Code word, Koulougli 
pee eet nral, straight ac. ce 49, Code word, Koumiss 

\ Vaginal, with cupped end.......... .(5. Code word, Koupara 

e General external work... 25300: .fo. Code word, Koupholite 
Pres eia i: 6 foo ee ae ea 75. Code word, Kourakin 
Bye curanc: Handler ve... fs 0 ee ga 5.00 


Code word, Koukarien 
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H. F. Type X-Ray Tube 


his tube is especially designed for use with high frequency coils. 
It is the result of many years’ experimentation, and will run with good 
satisfaction. Owing to the position of the terminals the reverse waves 
are choked back so that the hemispherical effect is obtainable. 


Code; word: sDelOn gate ey ae a ee ee et a *eeerice; $14.00 








os 


Xa 1 ype. AoRay~.labe 


This tube is.a modification of the type H. F., and has an extremely 
heavy and re-inforced anode so that a large quantity of current may 
be used without overheating. It is especially recommended for heavy 
work. 


Code. word. Derivant< io Ge oo Woe ee Ree ee eee os ak Price, $17.00 
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‘Milliamperemeter 





It has but recently been possible to secure a reliable meter to 
measure currents of high and other frequencies. The value of an 
instrument of this sort must be conceded by all. For. all-round 
work, the one illustrated is without a peer. It will record accurately 
the dosage on any current which a physician may wish to administer, 
galvanic, faradic, static, high frequency and X-ray. 

The meter has a high and a low scale, the former reading to 2500 
milliamperes, and the latter to 250. The case is of beautifully finished 
brass, and is mounted on an oak base. : 
; Full directions for connecting and operating accompany each 
instrument. 


Code word; SOstegnge 7 fe a ae Be. ghee ere at ian gd LICR $30.00 
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‘Fluoroscopes 


Platinum Barium Cyanide Fluoroscope 


The very best platinum barium cyanide screens are used 1 
fluoroscopes. 
PRIGICS 


Platinum Barium Cy anide Fluoroscope, 5x. 7 (code word, Harshrift) 
Platinum Barium Cyanide Fluoroscope, 6x 8 (code word, ee eae 
Platinum Barium Cyanide Fluoroscope, 8x 10 (code word, Earthly) . 
Deteetic Om ya piCe Pemoduare INC; 225 pee BR eae Nee oe 


Silicate Fiuoroscopes 


The screens used in these fluoroscopes are coated with a new ma’ 
whose fluorescent properties have just been. discovered. It 
well-known fact that platinum barium cyanide screens deterio vate] 

a time, but are the most briliant known when new. ‘The silicate s 
hae the disadvantage that it is not quite as brilliant as a new plat 
barium. cyanide, but the great point in its favor is. its absolutely. 1; 
qualities. It is fully as brilliant as a two or three-months-old plat 
screen and never changes. .The silicate screen is as durable as a 


_of sandpaper. [It may be washed or handled without detriment. 


or moisture have no effect on it. 
RPRIGHS 


silicate Fluoroscope; 5 x. 7/(code: word, Enegalgaban)ye esi. 68. aceon 
silicate Fluoroscope, 6x 8 (code word, Engal vada) eee he care ree eee 
Silicate Fluoroscope, 8x 10 (code word, Engaleados) Pearse aetna: eee 
Silicate Fluoroscope, 10 x 12 (code word, Pmgalia oats si Bee ee sakes Ft 
mereens Only price per sqtlare 1Cyl 


Code Words 


Describing Electric Light Circuits 


POA SV Oba, DOME Vile Sir: oie yas Sie a sae Cash eer inekN ee ye Ga eee ee ak a K ope 
TLOSVOlts -OG) eycles Sra Se" 5 2, coheed oe Sore BAGG: 5 eile ie OeeS katy : Koy 
LAG Y Olt 3 GOOCV CIES ey ce acannon anid ater rauee aed era aime ye ahaa Ge ps ee Kopet 
EDO VO IS. 26 CV CLES. ie rate oe ea eg Uae ee ee oper RO ce reas ope 
ENO: VOEES ¢ 25-6 VClOS Sie 2s ee ee ie coat eg eee Pe a ] 
BOO! VOITS? DO CY CIES. sees Te Ca AES pasa ea bee eh Om mE ra ae “Ke 
250. VOIS, 60, GyCles*s5 a 7is ets AC OR ap kee erent Mine er He eri Keepr 
iO VOUS Direct’ Current pie Fes Ge ie ae PE ay ee es ae oe ee ee bet 

220 volts: “Direct Cusrentt star.) 20) te ee en ei ORE or ee ae Eee Ente 
23 5 volts, Mireer, Ctrrent: se. wae a ee GG ony Bea oe Re Inta} 
250) volts, Directs Cire mt 72 ike boar iter hak teas ate diese, Sree Ere au Int 
SOO; VOLS 2 ifeCct Current: fas aes ey Se ee a hn ee Acree Int 
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Milliamperemeter 





- 


t has but recently been possible to secure a reliable meter to 
ure currents of high and other frequencies. The value of an 
iment of this sort must be conceded by all. For all-round 
, the one illustrated is without a peer. It will record accurately 
sage on any current which a physician may wish to administer, 
nic, faradic, static, high frequency and X-ray. 

[he meter has a high and a low scale, the former reading to 2500 
imperes, and the latter to 250. The case is of beautifully finished 
, and 1s mounted on an oak base. ; 
full directions for connecting and operating accompany each 
iment. 


WOLd,; MOStLEONO eke ie, east, Bee as A ee ct ae Price, $30.00 
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Fluoroscopes 


Platinum Barium Cyanide Fluoroscope 


The very best platinum barium cyanide screens are used in our 
fluoroscopes. 


JORG les 
Platinum Barium Cyanide Fluoroscope, 5x 7 (code word, Earshrift) .. $10.00 
Platinum Barium Cyanide Fluoroscope, 6x 8 (code word, Earthling) 16.00 
Platinum Barium Cyanide Fluoroscope, 8x 10 (code word, Earthly) ... | zen 
.25 


sereens only, price per square inch?) 4.00 oo eG eee. ee ee ee ee 


Silicate Fluoroscopes 


The screens used in these fluoroscopes are coated with a new material, 
whose fluorescent properties have just been discovered. It is a 
well-known fact that platinum barium cyanide screens deteriorate after 
a time, but are the most brilliant known when new. The silicate screen 
has the disadvantage that it is not quite as brilliant as a new platinum 
barium cyanide, but the great point in its favor is its absolutely lasting 
qualities. It is fully as brilliant as a two or three-months-old platinum 
screen and never changes. The silicate screen is as durable as a piece 
of sandpaper. It may be washed or handled without detriment. Heat 
or moisture have no effect on it. 


PREGIES 
Silicate Fluoroscope, 65x 7 (code word, Engalgaban) ........0.....-. $7.00 
Silicate Fluoroscope, 6x 8 (code word, Engalgada)................. 9.00 
Silicate Fluoroscope, 8x 10 (code word, Engalgados)................ 14.00 
Silicate: Fluoroscope; 10x I2 (code. word, Engallayri ss oye col ele eae : 20.00 
Screens only, price per squareinch....... SSE RAW GR ase Bs 15 


Code Words 


Describing Electric Light Circuits. 


104: volts G0: cycles se) ac3 es a aie Reta ee ea dS ae wa ae Kopernikus 
FROG ONS: GO2CY CLES aco oe ee ule oe ee Beas a BG oe ek, eee facets Koperkies 
iT OPVOUGS, 155) CY CIOS. 6 ied renee at es ese aed wee HE ago aoe bee A Kopermolen 
PPORVOlGG: Hl" CVG OS ee ee ea Bu ee sae aie g of tome genome et aS Kopermunt 
VO Volts. 25:¢y cles o.oo. a ie ee te Se We SO cae Keepje 
ZHOPVOIES: 2O CY CIES oaGrt dane GR ae cen aes Fe a GN Oe Baa eg eee ee Keepmes 
250 Volts, 60 Cycles 3 es ee ie a es ages es 9 eal Keepmessen 
L10-volts:-Direct-Cirrent 5. 6. Be cai. ho me ae ue Gues meas te eu. soe Intardatum 
220; Volts. Directs Current <0 2 ic. aa OES Se eG ee a Fai gear tw ss Intardetis 
235 Volts, Direct Gurrent. tees cect i ig hk COR te es Intarlando 
DSO VOWS Ditech CO UnteNG. Male is Gog Pee SES wea Oe autre a has wig eee aes Intarlare 


500:volts: Direct: Current 2.75 2. ee Ry geet ee ee as we eer Intarlato 
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Terms 


Prices in this bulletin are net, and supersede all others, except 
where cash accompanies order, in which case a discount of five per cent 
will be allowed. 

In case of C. O. D. shipments, where a draft of twenty-five per cent 
of bill accompanies order, the same discount may be taken. 

Remit by express or post-office money order or by New York draft. 
_ Add twenty-five cents to face of all checks, except on New York or 
Boston, to cover collection charges. 


References 


Customers unknown to us must give satisfactory references, send 
draft with order, or we will ship C. O. D., charges for return of money 
to .be borne by purchaser. | 

Goods will be delivered f: 0. b. freight or express, Boston, Mass. 
No charge for packing. Each piece of apparatus is carefully packed 
and no allowance will be made for loss or breakage in transit. 

Western Union Telegraph code used. Telegraph and cable address, 
Owettxray. 

When in Boston, we will be glad to have you make your headquar- 
ters at our office. 


Murray and Emery Company, Printers, Boston 





